[Cytologic tolerance of bioglass and bioceramic materials in cells cultured in vitro].
Cytotolerance of several implantative materials has been tested on the in vitro cells. The majority of mentioned materials showed inertion without influencing cells contacting them. They were saphir, "CH" ceramic and bioactive glass-ceramic "BAS". In contrast, the sample 5 of bioglass and partly "M" ceramic sample displayed interaction with cells. On macrocontact observation of cytotolerance, the area has been stated to create around samples in which strongly degenerated and dead were rarely scattered. These substances showed interactions with cells what is confirmed by clinical observation as well.